
 
 NF EN ISO 13485 
ISO 9001 

  
Please note that before introducing the tube into the trocar cannula it is necessary that you make sure to stretch 
the bag about 5mm thus that it loosens from the white tube 

LiNA EASY-BAG REF: EB-75 & EB-125 
INSTRUCTIONS FOR USE   
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